[Non-precious metal dental alloys in laboratory tests--critical judgement of results].
An in vitro corrosion investigation of 15 dental NEM alloys respecting the solubility of Ni and Co and the surface destruction shows that results can be interpreted only in combination of visual and SEM investigations. With these results it is possible to make a selection for clinical application. The inverse voltammetry is a sensitive quantitative method for very small amounts of ions in solutions.